INTRODUCTION
============

Endovascular aortic aneurysm repair (EVAR) offers the advantage of lower perioperative morbidity and mortality. But, secondary intervention may be needed due to innate complications of EVAR procedure, such as aneurysm growth, endoleak, device migration, or structural failure \[[@B1]\]. Therefore, life-long surveillance to detect these complications is recommended \[[@B2]\].

Computed tomogram angiography (CTA) remains the most widely used imaging modality for post-EVAR surveillance because of its short examination time, reproducibility, and spatial and contrast resolution \[[@B2][@B3]\]. However, multiple CTA examinations can pose a radiation hazard and potential risk for contrast-induced nephrotoxicity. Ultrasound (US) can be an effective alternative to CTA since it has no risk of radiation and nephrotoxicity. But, inherent disadvantages of US include long examination time, operator dependence, and unfeasibility for obese patients.

Recently, a virtual navigation system that fuses real-time US with reconstructed CT imaging was introduced \[[@B4]\]. This fusion image enables definitive surveillance after EVAR without the need for new CT imaging by combining the postoperative CT scan with real-time US in a dual image display. Here, we report three cases in whom this real-time US navigation system was used for post-EVAR surveillance.

All examinations were performed using the LOGIQ E9 US system (GE Healthcare, Milwaukee, WI, USA) equipped with an electromagnetic tracking system, transmitter, and a small sensor mounted on the US probe. The sensor provides the position and orientation of the transducer in the transmitter\'s spatial volume ([Fig. 1](#F1){ref-type="fig"}).

Real-time image fusion was achieved as follows. Three-dimensional CT volume data taken within 1 week after EVAR were stored as Digital Imaging and Communications in Medicine files. The data were input into the US system. Spatial coregistration was achieved to ensure that the pixels from the CT datasets represented approximately the same volume for the completion of imaging fusion. While US and CT images were displayed side-by-side, spatial coregistration was made at the origin of the left renal artery. After the complete coregistration, US scanning was performed from the level of the superior mesenteric artery to the iliac artery. Detailed scanning was done to detect the any types of endoleak, device migration, and structural failure of the device. The maximal diameter of aneurysm sac was measured at the perpendicular axis of aorta. This study was approved by the Institutional Review Board (Kyung Hee University Hospital at Gangdong, KHNMC 2016-08-032).

CASE REPORTS
============

Case 1
------

An 89-year-old male patient presented with 5.9-cm-sized, asymptomatic abdominal aortic aneurysm (AAA). EVAR was performed using Zenith (Cook Medical, Bloomington, IN, USA) endograft without any complications. Surveillance using US and CT fusion image was performed for postoperative 15 months. Reference CTA volume data was taken on the third postoperative day. Image fusion was made using the CT dataset ([Fig. 2](#F2){ref-type="fig"}). There was a filling defect in the reference CT image with white color shown in [Fig. 2B](#F2){ref-type="fig"}. It could not be differentiated with endoleak or aneurysmal sac content. It was revealed as aneurysmal sac content on fusion US image shown in [Fig. 2A](#F2){ref-type="fig"}.

Case 2
------

A 73-year-old male patient with 5.6-cm-sized AAA was referred. EVAR was performed using Zenith endograft without any complications. Abdominal CTA was performed to evaluate the postprocedural complications on the second postoperative day. Type II endoleak from the inferior mesenteric artery (IMA) was detected. Surveillance using US fusion imaging was done at 10 months postoperatively ([Fig. 3](#F3){ref-type="fig"}). The fusion image completely matched ([Fig. 3](#F3){ref-type="fig"}). The inferior vena cava was in the same position in the US and CT images. Follow-up US fusion image revealed the resolution of endoleak.

Case 3
------

A 71-year-old male patient presented with a 9.5-cm-sized, asymptomatic AAA. EVAR was performed using Zenith endograft without any complications. On the second postoperative day, CTA was performed to evaluate postprocedural complications. There was no endoleak on this initial CTA. At 24 months postoperatively, US fusion image surveillance was performed ([Fig. 4](#F4){ref-type="fig"}). US revealed the newly developed type III endoleak ([Fig. 4A](#F4){ref-type="fig"}).

DISCUSSION
==========

In this case series, US fusion imaging was a feasible option for the post-EVAR surveillance. Complete coregistration was achieved in all patients. The origin of left renal artery was selected for the target of coregistration. In the first case, CT scan showed the filling defect between the aneurysm wall and endograft. This could be interpreted as an endoleak or aneurysmal sac content. However, US fusion imaging at the same level of CTA revealed the lesion as aneurysmal sac content on the basis of absence of a color signal. In the second case, the US fusion image showed the complete resolution of type II endoleak that was apparent on CTA at the same location. In the third case, the delayed endoleak was revealed with US fusion imaging. With this imaging technique, it was possible to classify the type of endoleak because the reference CTA showed the exact position of US probe.

The advantages of fusing the different imaging modalities on the same screen in real time include theoretically improved diagnostic accuracy, which is mainly useful for image-guided interventions because biopsy or intervention is more readily performed in real time. It has been used to percutaneous radiofrequency ablation for the hepatocellular carcinoma \[[@B5]\]. This image modality can dramatically improve the feasibility of radiofrequency ablation treatment for hepatocellular carcinoma nodules that are not revealed on sonography \[[@B5]\].

Recently, a virtual needle-tracking system (VirtuTRAX CIVCO Medical Solutions, Kalona, IA, USA) was introduced in which a magnetic sensor is attached in the distal tip of an ablation needle \[[@B6]\]. Because the system is able to virtually visualize the tip of the needle and the needle path on US, it allows targeting from any angle and makes it easy to monitor and control the procedure. The combined use of real-time image fusion and this needle-tracking system can improve the therapeutic feasibility of ablation. Although this technique has not been used in the treatment of endoleaks, such treatment is feasible with direct injection of embolic material into the aneurysm sac under real-time US fusion image guidance.

Contrast-enhanced US (CEUS) has emerged as an alternative modality for post-EVAR surveillance \[[@B7]\]. It has become an essential part of post-EVAR surveillance, with very good diagnostic performance, absence of renal impairment, and no radiation, accompanied by low cost \[[@B7]\]. A comparison of the diagnostic accuracy between CEUS and CTA in detecting changes in AAA size and endoleaks found that CEUS demonstrated significantly more endoleaks, predominantly of type II, compared with CT angiography (53% vs. 22% of cases) \[[@B8]\]. US was as accurate as CT angiography in the assessment of maximal aneurysm sac diameters. The interobserver variability for AAA size measurement by US was low, given the interclass correlation coefficients of 0.99 and 0.98 for anteroposterior and transverse maximal diameters, respectively. In spite of nonexistent report of the application of contrast in US fusion image in EVAR surveillance, it seems to be more objective and accurate. The Society for Vascular Surgery recommends that US is an alternative to CTA for annual postoperative surveillance if neither endoleak nor AAA enlargement is documented during first year after EVAR \[[@B2]\]. Therefore, US fusion image might be used for annual postoperative surveillance.

Coregistration is the most important step in US fusion imaging. To fuse medical imaging information obtained from different modalities at different times, spatial coregistration is mandatory to ensure that the pixels from the various datasets represent approximately the same volume. There are several methods to achieve this goal depending on the imaging modality. One method to coregister 2 datasets is to define a series of standard registration points, in which external material is placed on the patient, such as fiducials or internal structure \[[@B9]\]. When the markers are anatomic, for instance, vessels or specific points in organs, the images have to be in high spatial resolution to assure that the same point is marked on each image \[[@B10]\].

In conclusion, US fusion imaging with real-time navigation system can be used to evaluate procedure-related complications and measure aneurysm diameter after EVAR. This can be a feasible imaging tool for post-EVAR surveillance.
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![Ultrasound system. This system was equipped with an electromagnetic tracking system, a transmitter and a small sensor mounted on the ultrasound probe.](astr-92-436-g001){#F1}

![Ultrasound fusion imaging can differentiate the confusing lesion. It was revealed with aneurysmal sac content on ultrasound fusion image (A; white arrow). A filling defect could not be differentiated with endoleak or aneurysmal sac content in reference CT image (B; open arrow).](astr-92-436-g002){#F2}

![Ultrasound fusion imaging reveals the complete resolution of endoleak. Follow-up ultrasound fusion imaging reveals the complete resolution of endoleak (A) shown in initial CT scanning (B, open arrow). Fusion image was completely matched. Images of inferior vena cava was located in the same position (small arrows).](astr-92-436-g003){#F3}

![Ultrasound fusion imaging reveals the newly developed endoleak. Follow-up ultrasound fusion imaging showed the newly developed type III endoleak (A, open arrow).There was no endoleak on the initial CT scanning (B).](astr-92-436-g004){#F4}
